Intox EC/IR-II:
Calibration

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO
CA 92136
Serial Number: 012804

Test Date 11/02/2015
Test Time: 1538 PST

Dry Gas Target: .079
Lot Number: AGS0602
Exp Date: 03/06/2017
Tank Pressure: 1115 psi

Baromelric Pressure:
752 mimHg

Syslem Check: Passed
Test  g/210L. Timws

BILK 000 1539
CAL 079 1539

Test Status: Success

Cabli ation CRC 234R7559



Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PHOTECTION SAN DIEGO,
CA 92136

Serial Number: 012804

Test Date: 11/10/2015
Test Time: 08:.00 PST

Dry Gas Target: .080

ot Number: AG506502

|Exp Date: 03/06/2017

Tank Pressure: 1115 psi

Barocmelric Pressure:
761 mmHg

System Check: Passed
Test g/210L Time
BLK .000  08:01
CHK .080 0801
BLK .000 08:03
CHK .080 08:03
BLK 000 08:05
CHK .080 0805
Test Status: Success

by ation CRC: 23487559

Intox EC/IR-II:
Scheduled
Accuracy Check

NE SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 11/17/2015
Test Time: 08:00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1115 psi
Barometric Pressure:
763 mmHg

System Check: Passed
Test g/210L Time

BLK 000  08:01
CHK  .080 08:01
BLK .000 08:03
CHK .079 0803
BLK .000 0805
CHK 079 0805

Test Status: Success

Calibration CRC: 23487559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 11/24/2015
Test Time: 08:.00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1115 psi
Barometric Pressure:
758 mmHg

System Check: Passed
Test g/210L Time

BLK .000 08:01
CHK 079 0801
BLK 000 08:03
CHK 079 08:03
BLK 000 0804
CHK .079 0805

Test Status: Success

Calibralion CRC: 234B75459

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 12/01/2015
Test Time: 08:00 PST

Dry Gas Target: .0B0
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1115 psi
Barometric Pressure:
762 mmHg

System Check: Passed
Test g/210L Time

BLK .000 08:01
CHK .080 0801
BLLK 000 08:02
CHK .08C 0803
BLK .000 08:04
CHK  .080 08:05

Test Status: Success

Calibs atton CRC: 23417559



Intox EC/IR-II:
Scheduled
.Acguracy Check

NB SAN DIEGO FORCE

CA 92136
erial Number: 012804

est Date: 12/08/2015
est Time: 08:00 PST

ry Gas Target: .080
ot Number: AG506502
-xp Date: 03/06/2017
ank Pressure: 1115 psi
Darometric Pressure:

760 mmHg

Yystem Check: Passed

Test g/210L Time

SLK 000 08:01
HK 080 08:01
LK .000  08:03

-HK - .079  08:.03
LK 000 0805
HK  .079 0805

‘est Status: Success

lipration CRC: 234137559

PROTECTION SAN DIEGO,

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 12/15/2015
Test Time: 08:00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1110 psi
Barometric Pressure:
760 mmHg

Systemn Check: Passed
Test g/210L Time

BLK .000 08:.01
CHK 079 0801
BLK .000 08:03
CHK .079 0803
BLK .000 0805
CHK .079 0BS5S

Test Status: Success

Calibr ation CRC: 23437559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 12/22/2015
Test Time: 08:00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1115 psi
Barometric Pressure:
756 mmHg

System Check: Passed
Test g/210L Time

BLK 000  08:01
CHK .079 0801
BLK .000 08:03
CHK .079 08:03
BLK 000 0805
CHK  .078 0805

Test Status: Success

Calibration CRC. 234B7559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 12/29/2015
Test Time: 08:00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1080 psi
Barometric Pressure:
758 mmHg

System Check: Passed
Test g/210L Time
BLK .000 0801
CHK  .079 o08:01
BLK 000 08:03
CHK  .079 08:.03
BLK 000 08:.05
CHK .079 0B:05
Test Status: Success

Calby ation CRC: 23487559



Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 01/05/2016
Test Time: 08:.00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1090 psi
Barometric Pressure:
755 mmHg

System Check: Passed
Test g/210L Time
BLK 000 08:01
CHK .079 0801
BLK .000 08:02
CHK .079 08:03

BLK .000 0805
CHK .078 0805

Test Status: Success

Calibw ation CRC: 234B7559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 01/12/2016
Test Time: 08:00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1071 psi
Barometric Pressure:
763 mimHg

System Check: Passed
Test g/210L Time
BLK .000 08.01
CHK .079 08:01
BLK 000 0803
CHK .079 08:.03
BLK .000 08:05
CHK  .079 0805

Test Status: Success

Calbration CRC: 234B /559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 01/19/2016
Test Time: 08:00 PST

Dry Gas Target: .0BC
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1061 psi
Barometric Pressure:
762 mmHg

System Check: Passed
Test g/210L Time
BLK 000 0801
CHK .079 0801
BLK .000 08:03
CHK 079 0803

BLK 000 08:04
CHK .079 0805

Test Status: Success

Calibr ation CRC: 234B7559



Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 01/26/2016
Test Time: 08:00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1031 psi
Barometric Pressure:
763 mmHg

System Check: Passed
Test g/210L Time
BLK 000 08:01
CHK .080 0801
BLK 000 08:03
CHK .080 0803
BLK ,000  0B:05
CHK .079 08:.05
Test Status: Success

Calibration CRC: 2341/55%9

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date; 02/02/2016
Test Time; 08:00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1017 psi
Barometric Pressure:
763 mmHg

System Check: Passed
Test g/210L Time
BLK .000 08:01
CHK .080 0801
BLK .000 08:03
CHK 080 08:03
BLK .000 08B:05
CHK .080 08:05
Test Status: Success

Calibration CRC: 234B7559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 02/09/2016
Test Time: 08:00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1022 psi
Barometric Pressure:
760 mmHg

System Check: Passed
Test g/210L Time
BLK 000 08:01
CHK .079 08:.01
BLK .000 08:03
CHK .079 08:03
BLK .000 08:05
CHK 079 08:05
Test Status: Success

Cahbration CRC; 23487559



ntox EC/IR-1L
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Sertal Number: 012804

Test Date: 02/16/2016
Test Time: 08:00 PST

Dry Gas Target: .079
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 1007 psi
Barometric Pressure:
754 mmHg

System Check: Passed
Test g/210L Time
BLK 000 08:.01
CHK .079 08:.01
BLK 000  08:03
CHK 078  08:03
BILLK .000  08.04
CHK .078 0805
Tesl Status: Success

Calibration (RC; 23487559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGOQ,

CA 92136
Serial Number: 012804

Test Date: 02/23/2016
Test Time: 08:00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 992 psi
Barometric Pressure:
756 mmHg

System Check: Passerl
Test g/210L Time

BLK .000 0801
CHK .079 0801
BLK .000 08:02
CHK 079 08:03
BLK .060  08:04
CHK  .079  08B:05

Test Status: Success

Calibration CRC: 234B7559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 03/08/2016
Test Time: 08:00 PST

Dry Gas Target: .080

Lot Number: AGS06502

Exp Date: 03/06/2017

Tank Pressure: 958 psi

Barometric Pressure:
755 mmHg

System Check: Passed
Test g/210L Time

BLK 000 0801
CHK  .079 0801
BLK 000 08:.03
CHK .079 08:.03
BLK 000 08:05
CHK 079 0805

Test Status: Success

Calbration CRC: 2347559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 03/15/2016
Test Time: 08:00 PDT

Dry Gas Targel 20

Lol Number: 4.7 502

Exp Date: 03/0u. 2017

Tanl Pressure: 943 psi

v ometric Pressure:
& mmHg

Syslumn Check: Passed
Test  g/210L Tirne:

BLK .000 08:01
CHK  .079 0801
BLK 000  0B:02
CHK 079 08:03
BLK 000 0804
CHK 079 0805

lest Status: Sucress

Calibration CRC: 23487559



Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

CA 92136
Serial Number: 012804

Test Date: 063/22/2016
Test Tune: 0800 PDT

Dry Gas Target: .080
Lot Number: AGSNG502
Exp Detre 03/06/2017
Tank Precsine 248 psi

Barin Pres e
14 j
Systim Ch My e
Test .y, »
Hl K Ui {
CHK 074 (FRAVE|

BLK 000 08:03
CHK 079 0803
BLK 000 0B:.05
CHK 079 0805

Test Status: Success

Cahbt abin CRC: 234837559

PROTFCTION SAN DIEGO,

Iatox EC/IR-TY
Scheriled
Accurac "Theck

NB SAN DIEGO F L
PROTECTION SAN 1., .0,
CA 92136
Serial Number: 012804

Test Date. 03/29/2016
Tost Time: 08:01 PDT

Dry Gas Target: .079

I ot Number: AG506502

r Nater 03/06/2017

I 1essure: 328 psi

Barctetric Pressure:
753 mmHg

System Check: Passed
Test  g/210L Tine
BLK 000 08:02
CHK Q78 08:03
Bl K .000 08:04
CHEK .078 08:05
Ll K 000 08:06
CHK 0/8  083:07

Test Status: Sucress

Calibr ol CRC: 234079459

inwox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Seral Number: 012804

Test Date: 04/05/2016
st Time: 0B:00 PDT

Dry Gas Target: .080

Lot Number: AG506% >

Exp Date: 03/06/2

Tank Pressure: 921 |

Barometric Pressur e
757 mimig

System Check: Passedl
Tesl  g/210L Time
BLK 000 08:M
CHK 079 201
BLK 000 03
CHK  .079 0803
BLK .000 0805
CHK 079 08B:.05
Test Status. Success

Calibr ation « e 134117559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTLECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 04/12/2016
Test Time: 08:00 PDT

Dry Gas Target: .080

Lot Number: AGS06502

Exp Date: 03/06/2017

Tank Pressure: 911 psi

Barometric Pressure:
758 mmHg

System Check: Passecl
Test  g/210L Tume
Bl K 000 08:.01
CHK 079 08:.01
BLK .000 0803
CHK  .079 0803
BLK 000 08:05
CHK 079 0805
Test Status, Sucr ess

Calbr ation « {20 - 13417559



'ntox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 04/19/2016
Test Time: 08:00 PDT

Dry Gas Target. .079

Lot Number: AGS06502

Exp Date: 03/06/2017

Tank Pressure: 909 psi

Barometric Pressure:
753 mmHg

System Check: Passed
Test  g/210L Time
BLK .000 08:00
CHK 079 08:01
BLK .000 08:02
CHK .078 0803
BLK .000 0804
CHK  .078 08:.05

Test Status: Success

Calibration CRC: 234B7559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 04/26/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AG506502

Expp Date: 03/06/2017

Tank Pressure: 884 psi

Barometric Pressure:
754 mmHg

System Check: Passed
Test g/210L Time

BLK 000 0801
CHK 079  03:01
bl K 000 08:02
LK 079  08:01
BiK .000  08B:.04
CHK 078  08:05

Test Status: Success

Calbr ation CRC: 234B7559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 05/03/2016
Test Time: 08:00 POT

Dry Gas Target: .079

Lot Number; AG506502

Exp Date: 03/0G/2017

Tank Pressure: 875 psi

Barometric Pressure:
753 mmHg

System Checlc Passed
Test g/210L Time
BLK 060 08:01
CHK 079 08:01
BLK .060 08:02
CHK .078 08:03
BLK .000 08:04
CHK .078 08:05
Test Status: Success

Calbration CRC: 23487559



Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

CA 92136
Serial Number: 012804

Test Date: 05/106/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AGS506502

Exp Date: 03/06/2017

Tank Pressure: 865 psi

Barometric Pressure;
753 mmHg

System Check: Passed
Test g/210L Time

BLK .000 08:01
CHK .079 0801
BLK .000 0803
CHK  .079 0803
BLK .000 0805
CHK .079 08:05

Test Status: Success

PROTECTION SAN DIEGO,

alibraton CRC, 23487559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Seral Number: 012804

Test Date: 05/17/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AGS506502

Exp Date: 03/06/2017

Tank Pressure: 850 psi

Barometric Pressure;
751 mmHg

System Check: Passed
Test  g/210L Time

BLK 000 08:01
CHK 079 08:01
Bl K 000 08:02
CHK 078 08:03
BLK 000 08:04
CHK 078 08:05

Test Status: Success

Catbrahon CRC: 234B7559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 05/24/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: B3S psi

Barometric Pressure:
753 mmHg

System Check: Passed
Test g/210L Time

BLK 000 08:01
CHK 079 0801
BLK .000 08:02
CHK .079 08.03
BLK 000 08.04
CHK .078 0805

Test Status: Success

Calibration CRC: 234RB7559

Intox EC/IR-II:
Accuracy Check

NR SAMN DIEGO FORCE

PROTT “T1ON SAN DIEGC,

« A 92136
Senal NMumber: 012804

Test Date: 05/31/2016
Tast Time: 0926 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 811 psi

Baromelric Pressure:
751 tnmkig

System Check: Passed
Test  g/210L Time

LK 0ot 092/
CHK  .078 092/
BLK .000 09:29
CHK 078 09229
1K 000 09:31
CHK 078 0932

Teslt Stalus: Success

Calibw otion CRC: 23487459



Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DICGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number; 012804

Test Date: 06/07/2016
Test Time: 08:00 PDT

Doy Sas Target: 079
{ et Nuniber: AGS5065012
txp Dater 03/06 717

Teuk 11 urer 796 psi
Batw v Pressure:
nuntg
Syster Theck: Passed

Test  g/210L Time

BLK 000 080l
CriKk  .078  08:01
BLK 000 08:03
CHK 078 08:03
BLK 000  08:05
CHK 078 0805

Test Status: Success

Calbration CRC: 234B7559

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Nunher: 012804

Test Date:; 06/14/2016
Test Tine OR:00 PDT

Dry Gas | 079

t ot Nundt 506502

Exp Dal  1%/06/2017

Tank. Pre we 786 psi

Barometi M essure:
752 ity

Systern Check: Passed
Test  g/210L Time

BLK 000 08:01
CHK  .0/9 0801
8LK 000 08.02
CHK 079 08:.03
BLK 000 0804
CHK  .079 0805

Test Status: Success

Calibration CRC: 234R7559

Intox EC/IR-II:
Calibration

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 06/21/2016
Test Tine: 08:18 PDT

Dry Gas Target; .079
Lot Number: AGS06502
Exp Date: 03/06/2017
Tank Pressure: 767 psi
Bai anetric Pressure:
752 mmHg
System Check: Passed
Test g/210L Time

Bt K 000 vty
CAL 079 0819

Test Status: Success

Caliby ation CRC: 3486EF25

Intox EC/IR-1I:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 06/23 016
Test Thne: 0800 - 1T

Miy Gas Target: .079

Lol Munnber: AGS06502

Exp Date: 03/06/2017

Tank Pressure: 762 psi

Barometric Pressure:
751 minHg

System Check: Passed
Test  g/210L Time

BLK 000 08:0t
CHK 079  (0B:01
BLK .000 08:02
CHK 079 0803
BLK 000 0d:04
CHK 079 0805

Test Status: Success

Calbrahion CRC; 3486FEF25



Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 07/05/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 747 psi

Baromelric Pressure:
752 mmHg

System Check: Passeacl
Test  g/210L Time
Bl K .000 08:01
CHK 08B0 08:01
BLIK .000 08:02
CHK .079 08:03
BLK 000 08:04
CHK  .079 08:.05
Tésl Status: Success

Calibratton CRC: 3486FF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 07/12/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 732 psi

Barometric Pressure:
751 mmHg

System Check: Passed
Test g/210L Twne

BLK 000 08:01
CHK  .080 0801
BLK .000 08:02
CHK  .079 0803
BLK 000 0804
CHK  .079 08:05

Tesl Status: Success

Calibration CRC: 34B6FEF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date; 07/19/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Dale: 03/06/2017

Tank Pressure: 723 psi

Barometric Pressure:
752 mmHg

System Check: Passed
Test g/210L Time

BILK .000 08:01
CHK .080 0801
BLK .000 08:02
CHK  .080 0803
BILLK .000 08:04
CHK  .079 0BS5S

Test Status: Success

Calibration CRC: 3486FF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

MOTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 07/26/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 713 psi

Barometric Pressure:
749 mmHg

Systermn Check: Passed
Test g/210l. Time

BLK 000  o8:0L
CHK 079  0o8:01
BLK 000 08:02
CHK  .079 08:03
BLK 000  08:04
CHK .079 0805

Test Stalus: Success

Calibration CRC: 3486FF25



0

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

frest Date: 08/02/2016
Test Time; 08:00 PDT

Dry Gas Target: .079
ot Number: AGSDE502
£ xp Date: 03/06/2017

Tank Pressure: G98 psi

Barometric Pressure:
752 mmHg

Fystem Check: Passed
Test g/210L. Twne
BLK 000 08:01
CHK 080 0801
BLK 000 8:02
CHK 080 08:.03
BLK .000 08:04
CHK .079 08:05

lest Status: Success

ibration CRC: 3486EF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 08/09/2016
Test Time: 0B:0C PDT

Dry Gas Target: .079

Lot Number: AG50G6502

Cxp Date: 03/06/2017

Tank Pressure: 683 psi

Barometric Pressure:
749 mmHg

System Check: Passed
Test  g/210L Time

BLK 000 08:01
CHK 080 08:01
BLK .000 08:03
CHK 079 08:03
BLK 000 08:05
CHK  .079 0805

lest Status: Success

Calibration CRC: 34B6GEF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 08/16/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 674 psi

Barometric Pressure:
748 mmHg

System Check: Passed
Test g/210L Time

BLK 000 08:01
CHK  .079 080!
BLK .000 08:03
CHK .079 0803
BLK .000 0BOS
CHK  .079 0805

Test Status: Success

Calibration CRC: 3486EF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 08/23/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 659 psi

Barometric Pressure:
752 mmHg

System Check: Passed
Test g/210L Time

BLK 000 08:01
CHK 080 08:.01
BLK 000 0802
CHK 0BG 0803
BLK 000  08:04
CHK  .080 0805

Test Status: Success

Calbration CRC: 3486EF25



intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

CA 92136
Serial Number: 012804

Test Date: 08/30/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 649 psi

Barometric Pressure:
748 mmHg

System Check: Passed
Test g/210l. Time

BLK 000 08:01
CHK  .080 08:01
BLK .000 08:02
CHK 079 0803
BLK 000  08:04
CHK 079 0805

Tesl Status: Success

|PROTECTION SAN DIEGO,

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Seral Number: 012804

Test Date: 09/06/2016
Test Time: 08:58 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 620 psi

Barometric Pressure.
748 mmHg

Systerm Check: Passed
Test  g/210L Tme

BLK 000  08:59
CHK .080 0900
BLK .000 09:01
CHK .079 0901

BLK .000 09:03
CHK .079 0903

Test Status: Success

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 09/13/2016
Test Time: 18:52 PDT

Dry Gas Target: .079

Lot Number: AGS50G502

Exp Date: 03/06/2017

Tank Pressure: 610 psi

Barometric Pressure;
751 mmHg

System Check: Passed
Test g/210L Time

BLK .000  18:52
CHK .080 1853
BLK 000 18:54
CHK  .080 1855
BLK 000 18:56
CHK .080 1857

Test Status: Success

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 09/20/2016
Test Time: 12:50 PDT

Dry Gas Target .079

Lot Number: AGS506502

Exp Date: 03/06/2017

Tank Pressure: 600 psi

Barometric Pressure:
750 mmHg

System Check: Passed
Test g/210L Time

BLK 000 12:50
CHK 080 1251
BLK .000 1252
CHK  .080 12:53
BLK 000 12:54
CHK .080 1255

Test Status: Success

_alibration CRC; 3486EF25S

Cahbt alion CRC: 34H0OLF25 Calibr ation CRC: 348GFF25

Calibration CRC: 3486EF25




Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 10/02/2016
Test Time: 16:45 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 590 psi

Barometric Pressure:
750 mmHg

System Check: Passed
Test g/210L Time
BLK 000 16146
CHK .0BO 1647
BLK 000 16:48
CHK .080 16:49
BLK .000 16:50
K .079 1651
Test Status: Success

_abbr ation CRC; 348B6FE125

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 10/25/2016
Test Time: 22:40 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 571 psi

Barometric Pressure:
753 mmHg

System Check: Passed
Test g/210L Time

BLK 000 2240
CHK .081 2241
BLK .000 2242
CHK .080 2243
BLK 000 2244
CHK  .0BO 2245

Test Status: Success

Calibration CRC: 3486E125

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 11/01/2016
Test Time: 08:00 PDT

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: S61 psi

Barometric Presstre:
752 mmHg

System Check: Passecd
Test  g/210L Time

BLK 000  uBO1
CHK  .080 0B.1
BLK 000 0802
CHK  .080 08:03
BLK 000 08:04
CHK  .080 0805

Test Status: Success

Calbrabion CRC: 3486FF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 11/08/2016
Test Time: 08:00 PST

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 551 psi

Barometric Pressure:
753 mmHg

System Check: Passed
Test g/210l. Time

BLK 000  08:.01
CHK  .080 08:01
BLK 000 08:03
CHK  .0B0O 08:03
BLK 000 08:05
CHIK  .080 0805

Test Status: Success

Calibration CRC: 34BGEF2S



Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 11/15/2016
Test Time: 08:00 PST

Dry Gas Target: .079

Lot Number: AG50G6502

Exp Date: 03/06/2017

Tank Pressure: 541 psi

Barometi . Pressure:
752 mmHg

Systern Check: Passed
st g/210L Time

LK 000 08:01
CHK 080 0801
BLK .000 08:03
CHK 080 08:03
BLK 000 08:05
CHK (8:18] 08:05

Test St Success

Calbration CRC: 3486LEF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 11/22/2016
Test Time: 08:00 PST

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 522 psi

Barometric Pressure:
754 mmHg

System Check: Passed
Test g/210L Time

BLK 000 0801
CHK  .080 0801
BLK .000 08:03
CHK  .0B0O 08:03
BLK 000 0805
CHK  .0B0 0805

Test Status: Success

Cahbration CRC: 3486EF25



Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date 11/29/2016
Test Twne: 08:00 PST

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 507 psi

Barometric Pressure:
751 mmHg

System Check: Passed
Test g/210L Time

BLK 000 08:01
CHK .080 0801
BLK .000 08:.02
CHK  .08C 0803
BILK .000 08:04
CHK  .080 0805

Test Status: Success

Cahbration CRC: 3486FEF25

ALY soney i

Accuracy Chac

R-LE

Schedul::u \

NB SAN DIEGO FORCY’
PROTECTION SAN DIECC,

CA 92136
Serial Number: 012804

Test Date: 12/13/2016
Test Time: 08:00 PST

Dry Gas Target: .079
Lot Number; AG506502
Exp Date: 03/06/2017
Tank Pressure: 487 psi
Barometric Pressure:
754 mmHg

System Check: Passed
Test g/210L. Time

BLK 000 0801
CHK  .080 0801
BLK .000 0803
CHK  .080 08:03
BLK 000 0805
CHK  .080 08:05

Test Status; Success

Calbration CRC: 3486EF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,

CA 92136
Serial Number: 012804

Test Date: 12/20/2016
Test Time: 08:00 PST

Dry Gas Target: .080

Lol Nurmber: AG506502

Exp Date: 03/06/2017

Tank Pressure: 473 psi

Barometric Pressure:
756 mmHg

System Check: Passed
Test g/210L Time
BLK .000 0801
CHK  .080 0801
BLK .000 08:03
CHK 080 08:03
BLK 000 08:04
CHK .080 08:05
Test Status: Success

Calibration CRC: 3486FF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO IMRcE
PROTECTION SAH GO,
CA 92136
Serial Numbe1 012804

Test Date: 12/27/2016
Test Time: 08:00 PST

Dry Gas Target: .080

Lot Number: AGS06502

Exp Date: 03/06/2017

Tank Pressure: 463 psi

Barometric Pressure:
755 mmHg

System Check: Passed
Test g/210L Time
BLK .000 08:01
CHK 080 080t
BLK 000 0802
CHK .080 0803
BLK 000 08:04
CHK .0BO 0805
Test Status: Success

Calbration CRC: 3486kEF25



Intox EC/IR-II.
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 01/03/2017
Test Time: 08:00 PST

Dry Gas Target: .080
Lot Number: AG506502
Fxp Date: 03/06/2017
Tank Pressure: 448 psi
Barometric Pressure:
755 mmHg

Qf:;t@m Check: Passed
Test g/210L Time
BILK .000 08:01
CHK .080 0RB:01
BLK .000 08:03
CHK 080 08:03
BLK 000 08:05
CHK 080 08:05

Test Status: Success

_alb ation CRC: 3486EF25

Intox EC/IR-II:
Scheduled
Accuracy Check

1tox EC/IR-II:
Scheduled

NB SAN DIEGO FORCE
PROTECTION SAN DIEGQ,
CA 92136

CA 92136
Serial Number: 012804

Serial Number: 012804

Test Date: 01/10/2017

Test Date: 01/17/2017
Test Time: 08:00 PST

Test Time: 08:00 PST

Dry Gas Target: .080
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 438 psi
Barometric Pressure:
755 mimHg

Dry Gas Target: .079
Lot Number: AG50GS02
Exp Date: 03/06/2Mm7
Tank Pressure: 424 psij
Barometric Pressure:
754 mimHg

Systemn Check: Passed System Check: Passed

Test g/210L Time Test g/210L Time
BLK .000 08:01 BLK .000 08:01
CHK 080 080t CHK 080 0801
BLK .000 08:02 BLK 000 08:03
CHK .080 08:03 CHK 080 0803
BLK 000 08:04 BLK .000 08:05
CHK .080 08:.05 CHK 080 08:05

Test Status: Success Test Status: Success

Calibration CRC: 3486EF25 Calibration CRC: 3486EF25

Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Senal Number: 012804

Test Date; 01/24/2017
Test Time: 08:00 PST

Dry Gas Target: .079
Lot Number: AG506502
Exp Date: 03/06/2017
Tank Pressure: 414 psi
Barometric Pressure:
751 mmHg

System Check: Passed
Test g/210L Time
BLK .000 08:01
(HK .080 0801
BLK 000 08:02
CHK .080 08:03
BLK 000 08:04
CHK 080 08:05
Test Status: SUccess

rafibration CRC: 3486EF25



Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE

PROTECTION SAN DIEGO,
CA 92136

Serial Number: 012804

Test Date: 01/31/2017
Test Time: 08:00 PST

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 404 psi

Barometric Pressure:
754 mimHg

System Check: Passed
Test g/210L Time
BLK 000 08:01
CHK  .080 08:01
BLK .000 08:02
CHK  .080 0803
BLK .000 08:05
CHK  .080 08:.05
Test Status: Success

Chlibration CRC: 3486FEF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB AN DIEGO FORCE
PROTL .TION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 7~ /07/2017
Test Tuae: 0000 PST

Diy Gas Target: .079
Lol Nemiber, AGS506502
Exp Cate: 03/06/2017
Tank Pressure: 399 Lal
Baro tric Pressure
754 1 mHg

System Check: Passed
Test ¢g/210L Time
BLK 000 08:01
Crk 0BG 0801
BLk .000 (08:03
CHK .080 08:03
BLK .000 08:05
CHK .079 0805
Test Slalus: Surcess

Ca « tion CRC: 25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Senal Number: 012804

Test Date: 02/14/2017
Test Time: 08:00 PST

Dry Gas Target: .079

Lot Number: AGS506502

Exp Date: 03/06/2017

Tank Pressure: 384 psi

Barometric Pressure:
753 mmHg

System Check: Passed
Test g/210L Time
BLK .000  08:0t
CHK .080 0801
BLK 000 08:02
CHK .080 0803

BLK .000 08:04
CHK 079 0805

Test Status: Success

Calbration CRC, 3486EF25

Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGQ,
CA 92136
Serial Number: 012804

Test Date: 02/21/2017
Test Time: 08:00 PST

Dry Gas Target: .080

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 375 psi

Barometric Pressure:
758 mmtg

Systemn Chweeck: Passed
Test g/210L Time
BLK 000 08:01
CHK  .080 08:.01
BLK .000 08:.03
CHK 080 08:03
BLK 000  08:05
CHK 080 (18:05
Test Status: Success

Calibration CRC. 348GEF25



Intox EC/IR-II:
Scheduled
Accuracy Check

NB SAN DIEGO FORCE
PROTECTION SAN DIEGO,
CA 92136
Serial Number: 012804

Test Date: 02/28/2017
Test Time: 08:00 PST

Dry Gas Target: .079

Lot Number: AG506502

Exp Date: 03/06/2017

Tank Pressure: 360 psi

Barometric Pressure:
753 mmHg

System Check: Passed
Test g/210L Time
BLK  .000 08:01
CHK .080¢ 08:01
BLK .000 08:03
CHK .080 08:03
BLK  .000  08:.05
CHK .080 08:05

Test Status: Success

Calibration CRC: 348GEF2S



Intox EC/IR-II:
Calibration

Serial Number: 012792

Test Date: 05/25/2017
Test Time: 09:53 PDT

Dry Gas Target: .079
Lot Number; AG11202
Exp Date: 04/22/2019
Tank Pressure: 1115 psi
Barometric Pressure:
760 mmHg

System Check: Passed
Test g/210L Time

BLK 000 0953
CAL 079 0954

Test Status: Success

Calibrration CRC 19F20A9F



Intox EC/IR-II:
Accuracy Check

Serial Number; 012792

Test Date: 05/25/2017
Test Time: 10:32 PDT

Dry Gas Target: .082
Lot Number: AG11202
Exp Date: 04/22/2019
Tank Pressure: 1115 psi
Barometric Pressure:
760 mmHg

System Check: Passed
Test g/210L Time

BLK 000 1033
CHK 078 1033
BLK .000 1035
CHK 078 1035
BLK 000 1037
CHK  .078 1037

Test Status: Success

Calibration CRC. 197 20A9F

Intox EC/IR-II:
Scheduled
Accuracy Check

NAVBASE SAN DIEGO
SAN DIEGO, CA 92136
Serial Number: 012792

Test Date: 05/30/2017
Test Time: 08:00 PDT

Dry Gas Target: .082
Lot Number: AG11202
Exp Date: 04/22/2019
Tank Pressure: 1105 psi
Barometric Pressure:
762 mmHg

System Check: Passed
Test g/210L Time

BLK .000 0801
CHK .079 (0801
BLK .000 08:03
CHK .0789 0803
BLK .000 08105
CHK .079 08:05

Test Status: Success

Cahbratia: 1 KO 197 20A9F



